An isotope dilution method for the quantitative analysis of trace elements in biological samples and for the characterization of reference materials for the analysis of biological samples by laser ablation-inductively coupled plasma-mass spectrometry (LA-ICP-ID-MS) has been tested. Polymeric thin layers with 5-10 mm thickness containing the ID-spike and the correction standard were produced by knife application onto polyester substrates. For the ID experiments 204 Pb enriched lead was used, and bismuth served as the internal standard. The layers showed good homogeneity of the layer thickness and the distribution of added elements. For the testing of the ID method, a synthetic sample with lead and a lead containing polymer certified reference material (BAM H010) have been used. Mass fractions for lead calculated after single and double isotope dilution experiments in the test samples showed a deviation of less than 1% from the certified values.
Introduction
The spatially resolved analysis of element distributions in biological samples is of signicant scientic interest. The localization and quantication of trace elements in biological tissues can provide information on routes of exposure, accumulation and distribution of essential and toxic trace elements. Too low concentrations of certain elements may have negative effects on cell growth, while too high concentrations are toxic. Furthermore, some trace elements are indicators of diseases or deciencies. [1] [2] [3] [4] Nowadays several analytical methods are applied for the spatially resolved investigation of trace element distribution, among them are mXRF, 5-10 SIMS
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and LA-ICP-MS. 10, 15, 16 In comparison with the other methods LA-ICP-MS offers several advantages, such as working under non-vacuum conditions, low limits of detection and in general relatively fast quantication. Nevertheless an accurate quantication of trace element concentrations in biomaterials by LA-ICP-MS is challenging; since the sample matrix affects the process of generation of the analytical signal, the sample composition may vary signicantly within a few micrometers and the appointment of an element for internal standardization is oen hampered by the non-uniform distribution of all elements within the sample. Furthermore, certied reference materials are hardly available for the analysis of specic biological samples. Therefore the development of an accurate in-house characterization process for self-prepared standards is useful.
Thus, for the calibration of trace metal concentrations in biomaterials by LA-ICP-MS, different calibration strategies are published, for example, internal standardization, 17 external calibration, 18, 19 matrix matched standards, 20,21 solution based isotope dilution [22] [23] [24] [25] (ID) and lm coating. 25 The results differ in the accuracy of quantication depending on the calibration method used. In most cases, accuracies between 10 and 20% were obtained which are typical for most quantication procedures in solid state spectroscopy. Nevertheless better statistical data are sometimes of the essence; when threshold values have to be monitored, small changes in elemental concentrations have to be followed, short transient signals have to be used for quantication or reference materials should be developed. In such cases, oen samples are digested to allow for an analysis of the dissolved material with a much better accuracy of 2-5% while position resolved information is sacriced.
One important prerequisite or condition for an accurate solid state analysis by LA-ICP-MS is the improvement of data by internal standardization, for which a homogeneously distributed matrix element is required for the normalization. However, most biological samples do not full this criterion appropriately. To overcome this problem the simultaneous ablation of a sample thin section and a polymeric thin lm of a homogeneously distributed element 25 could be used, where the polymer material serves as the correction standard for the normalization. A disadvantage of this method is the timeconsuming and complex preparation of calibration standards at several different concentration levels. 25 The preparation of matrix-matched standards is also very time consuming and complex [26] [27] [28] [29] [30] and must be especially adaptable to biological samples. In addition to these problems the homogeneity of matrix-matched standards is oen insufficient, which decreases the accuracy. 20, 21 The application of very small laser spots below 10 mm for the mapping of biomaterials leads to a gain in resolution and information but also puts higher demands on the homogeneity of references in the low micrometer or nanometer dimension.
External calibration with certied reference materials is currently almost impossible to perform for the analysis of biological samples, due to the lack of certied reference materials, which match the sample matrix. Therefore an accurate in-house characterization process for self-prepared and matrix matched reference materials, which uses the same technique for quantitative analysis and provides spatially resolved information about the homogeneity of distribution in the tested reference materials, could lead to more accurate results for the analysis of biological samples.
In general, the best accuracy is achieved by isotope dilution mass spectrometry, since measurements of the amount of substance are traceable to the International System of Units (SI). 31 In LA-ICP-MS for this a spike solution was added to the ablated aerosol, [22] [23] [24] which is a potential source of error, because the spike and sample in this method are subjected to different processes for the generation of the analytical signal. The sample reaches the plasma torch in the form of particles of different sizes, while the spike is introduced in the form of a homogeneously distributed aerosol. This could lead to incorrect isotope ratios, due to the incomplete atomization and ionization of the sample material.
Becker et al. 22 and Pickhardt et al. 23 used a spike solution for ID and an internal standard for normalization. In a few milligrams of platinum nanoclusters Ag, Pb and Tl were determined using internal standardization with the 63 22 In NIST glass SRM 612 and NIST apple leaves SRM 1515, uranium concentrations were measured using Th and Ba as the internal standards, respectively, and NIST U350 as the isotope-enriched spike solution. 23 In these cases the sample material showed a homogeneous distribution of all analysed elements, so mostly the differences in the sensitivity of signal generation in LA-ICP-MS and ICP-MS of liquids contribute to uncertainties and could be eliminated by correction with the internal standard to a great extent. Most biological samples do not show a homogeneous distribution neither of the main nor of the minor components, which does not allow to pick an element as the internal standard for the analysis.
Douglas et al. analysed iron in tissue samples via double IDMS by online addition of a spike solution. They showed that a main uncertainty source was the mass of the spike with a contribution of 29.6%. This indicates nebulisation of a liquid spike solution 24 as the critical point in this quantication approach.
The inuence of different processes on the generation of the analytical signal may be avoided by applying a solid isotopeenriched standard which could be ablated simultaneously with the sample. This approach has the advantage that isotope dilution could be used at each position of mapping for highly accurate quantication.
In this work we therefore combined the advantages of isotope dilution and normalization to a homogeneously distributed correction standard for a novel calibration strategy for laser ablation mass spectrometry. The use of a solid isotope dilution spike leads to a more similar atomization and ionization of the sample and spike, which eliminates a potential source of error in comparison to Becker 22 and Pickhardt. 23 The homogeneously distributed solid spike and correction standard are indirectly supplied to the sample using a modied method from Austin.
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This method could be used as an in-house characterization process for self-prepared and matrix matched reference materials as well for the accurate analysis of biological samples.
For single ID and double ID experiments a thin section of the sample and of polymeric thin layers are simultaneously and completely ablated by the laser beam (Fig. 1) . The polymeric layers with the homogeneously distributed element(s) or isotope(s) are used for normalization and as the spike for isotope dilution. Thus, the analytical signal of the sample and spike is generated through the same process, which enables a more complete or similar atomization and ionization of the sample and spike. Nevertheless, the possibility of formation of different particle size distributions of the sample and spike and the resulting possible incomplete atomization and ionization should not be neglected and has to be checked, e.g. by comparing the sensitivities normalized to the layer thickness of the different single layers (spike and sample) and the double layer (spike + sample). Thereby equal sensitivities of the individual layers indicate a similar ablation behavior. A relatively large spot size and ablation depth of the laser compared to the layer thickness of the spike and sample can reduce the formation of different particle size distributions due to the decreasing energy transfer of the defocused laser beam at deeper ablation depth 32 and different aspect ratios 33 of the laser crater. The ID-procedure allows the correction of changes in the ablation rate, measuring system, sample matrix and is traceable to the SI-system. A requirement to limit the inuence of different ablation rates generated by different sample materials is to guarantee a uniform and known layer thickness and a complete ablation of the sample, which leads to a constant ablated volume. The dri of the laser and measuring system is corrected by normalization to the correction standard. Effects of the sample matrix such as signal suppression or enhancement will inuence the correction standard and the ID-spike in the same manner, due to the simultaneous ablation of the sample and spike, and can therefore also be corrected. Detailed information about isotope dilution can be found in the literature. 31, 34, 35 For the calculation of the mass fraction of the analysed element in the sample, modied isotope dilution 31 formulae were used.
Eqn (1) (ref. 31 ) was used for the single isotope dilution experiments. Instead of the mass of the ID-spike and sample, the lm thickness h was used. Masses in the numerator and denominator of the equation have been replaced by layer thicknesses because both indicate spike to sample ratios. This exchange is important for the approach discussed here, since thickness measurements could be performed on small samples and reference layers more easily and more accurately as determination of masses. Accurate mass determination is hampered by the tiny amount ablated and variations in the density of the material across the samples, as extensively discussed by Douglas et al. They published another ID-method for the calculation of the actual mass ow rate of the ablated sample by using single IDMS to minimize the challenge in the determination of the accurate ablated mass. 24 The remaining variables, such as isotope abundancies a, atomic weights M, isotope ratios R and mass fraction u, have not been changed. The index y refers to the ID-spike, x to the sample and b to the reference isotope.
Eqn (2) (ref. 31 ) is the modied formula for the double isotope dilution experiments. Again the masses were replaced with the layer thicknesses h. In addition, the index z is introduced for the back spike. These formulae are still approximations as differences in the densities of the sample and spike are not considered. Differences in the density have an impact on the actual ablated mass and in these cases the use of the layer thickness will lead to distorted results. If the density of the sample and spike is different, the term h x , h y and h z (layer thicknesses) can be expanded by multiplication of the densities (r) of the sample and spike. This introduction of the density will correct for the differences in the actual ablated mass of the sample and spike during the ID-experiment. One possibility for the determination of the density of reference materials and biological samples could be gas pycnometry.
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In this paper a novel calibration strategy for the quantitative analysis of trace elements in biological samples and for the characterization of reference materials for the analysis of biological samples by LA-ICP-ID-MS is tested using the single as well as the double ID approach. Due to the lack of certied reference materials for the analysis of biological samples the method development and validation is performed with synthetic polymer materials. A self-prepared synthetic polymeric layer (containing natural lead) and the certied reference material BAM H010 (containing natural lead and mercury) were used. Polymeric samples were chosen because the contained elements are relatively homogeneously distributed within, thus spatially resolved changes of the mass fraction in the samples could be avoided. Since the BAM H010 reference material contains mercury, the isotope 204 Hg will generate an isobaric interference for 204 Pb, which complicates the analysis and has to be corrected.
Materials and methods

Preparation of polymeric thin layers
For the synthesis of the polymeric thin layers a mixture of two UV-curable coatings with two different viscosities was used: 60 parts by weight of the high-viscosity coating no. 54004 and 40 parts by weight of the low-viscosity coating no. 4982700002 (Schekolin AG, Liechtenstein) were mixed. This mixing ratio resulted in a viscosity of 825 mPa s at room temperature and was necessary to produce thin layers with thicknesses of about 4-5 mm. BYK-350 (BYK-Gardner GmbH, Geretsried, Germany) was added as an anti-cratering and leveling additive to optimise the mixture's properties. This basis mixture was homogenised with an Ultra-Turrax tube drive control stirring unit (IKA-Werke GmbH & Co. KG, Staufen, Germany) for 30 minutes at 4000 rpm. Aer the homogenisation the basis mixture was aliquoted and commercially available 5000 mg kg À1 metal-organic standards of lithium, bismuth, lead (Conostan, Champlain, USA) and isotopic enriched lead were added and homogenised with an Ultra-Turrax tube drive control stirring unit for further 30 minutes at 4000 rpm. For the preparation of the thin layers (z5 mm) via knife application, an Automatic Film Applicator S, wire-wound rod 200-0.4 mils (BYK-Gardner GmbH, Geretsried, Germany) and polyester foils (byko-charts, clear polyester 4-mil, 127 Â 194 mm, BYK-Gardner GmbH, Geretsried, Germany) were used. The polyester foils which served as substrates were washed in ethanol before the deposition of the liquid coating mixtures.
Aer the application of the rst polymeric layer, the obtained system was placed in a self-made UV-curing chamber with switched off UV mercury vapour lamps (Philips Actinic BL TL 8W/10 1FM) under an argon gas atmosphere for 30 min, allowing the thin lm to atten the grooves. Aer the resting time the polymeric layer was cured for 15 min by switching on the UV lamps. All other layers were successively applied onto the already cured layers in an analogous manner, whereby each mixture was repeatedly homogenised immediately before the application.
Aer the application of each layer, one section of about 1 cm 2 was removed for the characterisation of the layer thickness. For the control of the mass fraction of the added elements by liquid analysis, bulk samples (z500 mg) of every polymeric thin layer were cured under UV radiation in aluminium trays. For the preparation of the polymeric layer containing natural lead, the commercially available metal-organic standard of lead was used. For the double dilution experiment a microtome thin section of the BAM H010 was produced with a thickness of z13 mm, because thinner sections were torn apart during the cutting process. Pb (EurisoTop GmbH, Saarbrücken, Germany) was used. 100 mg of the metal were digested with subboiled HNO 3 and ultrapure water using a high pressure microwave-assisted digestion system (Turbowave, MLS GmbH, Leutkirch, Germany). The digestion solution was evaporated to dryness in an oven at 85 C. The remaining residue was dissolved in 500 mL of ultrapure water and an aliquot of 50 mL was added to 5 mL of the metal-organic lead standard and mixed using the Ultra-Turrax for 30 minutes at 4000 rpm. To enable isotope exchange, the mixing was repeated 5 times for a period of 48 hours. This long time period for exchange was set to guarantee equilibrium conditions. The determination of the kinetic parameters for the enrichment of 204 Pb in the spike was not the aim of this study. Aer the exchange time the isotope enriched metal-organic lead standard was centrifuged to separate the liquid phase from possible solids.
Thin layer characterisation
The determination of the mass fraction in the thin layers was done via ICP-OES (SPECTRO Arcos, SPECTRO Analytical Instruments GmbH, Kleve, Germany) and external calibration aer high pressure microwave-assisted digestion of the polymeric bulk materials with subboiled HNO 3 (u ¼ 65%) and subsequent dilution with ultrapure water to z5 mg kg À1 .
The homogeneity of the distribution of the added elements (Li, Pb and Bi) in the polymeric layers was checked by relative measurements of element distribution aer mapping by LA-ICP-MS. Therefore 10 line scans were applied on the thin layers and the relative standard deviation (RSD) values within the lines and between the average values of the lines were calculated aer background correction and normalization to 13 C. The normalization by 13 C was used as a control for the homogeneous distribution of all added elements, because carbon as a main matrix element introduced by the polymer should be homogeneously distributed in every layer. The thickness of every layer was measured by light microscopy (VHX-600, KEYENCE, KEYENCE Deutschland GmbH, Germany) aer xation of every prepared layer (penetration marker-, spike-, blend-, sample-layer) in epoxy resin (EpoThin 2, Buehler, Düsseldorf, Germany). The embedded polymer system (polyester foil with the element/isotope containing thin layers) was cut into three parts with a precision saw (IsoMet 1000 Precision Saw, Buehler, Düsseldorf, Germany) and polished (Phoenix Beta Grinder/Polisher, Buehler, Düsseldorf, Germany). For every layer 75 measurements were carried out on 3 different cross-sections. For the multilayer systems (Li, ID-Pb + Bi, polymeric layer containing natural lead and Li, ID-Pb + Bi, BAM H010), the layer thicknesses of the individual layers were calculated by subtracting the underlying layers. The images in Fig. 2 show this process for a two-layer system consisting of the layer with the penetration marker Li and the layer with isotopically enriched lead and Bi as the internal standard. Aer preparation of the Li containing layer the thickness was determined by the procedure described above. Aerwards the next layer was synthesized on the top followed by the thickness determination of both layers. Finally the thickness of the ID-spike layer was obtained aer subtraction of the layer thickness of the penetration marker from the thickness of the multi-layer of the penetration marker plus the ID-spike.
Experimental setup
The determination of the isotope ratios and isotope abundancies of lead in the ID-spike layer, the samples (polymeric layer containing natural lead and the reference material BAM H010) and the blend (ID-spike layer + polymeric layer containing natural lead respectively ID-spike layer + BAM H010) was performed by LA-ICP-MS. Therefore 10 line scans were applied on the mentioned layer systems. For mass-bias correction a thallium solution (25 mg kg À1 ) of the reference material NIST SRM 997 was forwarded with a ow rate of 0.17 mL min À1 via a Y-piece into the connection tube of the ablated aerosol between the ablation cell and ICP-MS. The exponential law was used for the calculations of true isotope ratios. The mass-bias correction was applied for the single-ID as well as for the double-ID, because in double-ID experiments of solids the matching of isotope ratios of the two different blends is not as simple to achieve as for liquids. The adaptation of the layer thickness of spike, sample and back-spike for matching isotope ratios is more complicated, due to the preparation and characterisation effort for the different layers. Sample-calibrant bracketing for in situ correction was also not performed, because only one sample per time was placed in the laser chamber. 
LA-ICP-MS
Results and discussion
Characterisation of the thin layers The actual layer thickness has to be known for the isotope dilution method and was determined using light microscopy. The average determined layer thickness was 4.5 AE 0.6 mm. The RSD value of the layer thickness was around 12% pointing out a homogeneous thickness of all layers, although the measurement by light microscopy was hampered by the poor visibility of the solid-solid interface between the different polymer layers and between the polymer layer and substrate as well as the embedding material.
Through the ICP-OES measurements mass fractions of lead were determined in the spike layer (u ¼ 357 AE 8 mg kg À1 ) and the sample layer (u ¼ 328 AE 9 mg kg À1 ). The mass fraction was needed for the calculation by using the ID-formula.
The results of the layer thickness and mass fraction were then used for calculations applied for the ID procedure.
Single isotope dilution
For testing of the LA-ICP-ID-MS method, single isotope dilution was performed for a polymeric layer containing lead with natural isotope ratios. The sample (h ¼ 4.6 AE 0.6 mm) was placed on the top of the polymer system containing the ID-spike and the correction standard layer (h ¼ 4.4 AE 0.6 mm), resulting in a sample to spike ratio of nearly 1. Simultaneous ablation of the complete system with a thickness of 9 AE 0.6 mm was performed. The measured signals of all lead isotopes were background corrected and normalized to 209 Bi. A continuous 7 Li signal over the whole experiment indicated a sufficient ablation depth. The single ID experiments were performed at laser spot sizes of 100 and 30 mm, for studying the inuence of different laser spot sizes on the limit of detection and the expanded uncertainty. The limit of detection was estimated from the threefold signal background and the sensitivity of the measured isotopes. The detection limits of 2 mg kg À1 at 100 mm and 6 mg kg À1 at 30 mm laser spot size were achieved in the ID-spike layer with a thickness of 4.4 mm for the isotope 206 Pb.
Mass-bias correction was performed for the lead isotopes. The abundancies determined for the lead isotopes are shown in Table 1 . The results demonstrate a successful enrichment of 204 Pb in the spike layer and indicate a homogeneous/uniform mixing between the ablated ID-spike and sample during the measurement. This is also conrmed by the relatively stable lead isotope raw signals during the whole experiment (compare Fig. 3 ) and the via
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Bi normalized RSD values of the lead isotopes of less than 7% within a single line and less than 3% between the 10 measured lines for a spot size of 100 mm. For a 30 mm spot size, the RSD values slightly increased to less than 10% within the line and less than 3% between the lines. Via
Bi normalized lead isotope signals were also used for the calculation of the isotope ratios and abundancies for the ID-experiment.
The results of the single isotope dilution of the sample are shown in Table 2 . The average mass fraction of the observed isotope ratios leads to accurate values close to the results obtained from the liquid ICP-OES analysis of the sample. The expanded uncertainty (U), with a coverage factor k ¼ 2, and the condence interval (CI) were used for calculating inaccuracy. The recovery rate for Pb was near 100%.
Double isotope dilution
Aer the successful single isotope dilution experiment the next step was the testing of a double dilution experiment using the CRM BAM H010 as the sample with 479 mg g À1 Pb and 415 mg g À1 Hg (informative value). A microtome thin section (h ¼ 13.2 AE 0.3 mm) was placed on the ID-spike layer (h ¼ 4.4 AE 0.6 mm) and the polymeric layer containing natural lead (h ¼ 4.6 AE 0.6 mm) was used as the back-spike to characterise the ID-spike. In this experiment the sample to spike ratio was around 4. The laser ablation was performed as mentioned above; in addition, mercury correction for the 204 Pb isotope was applied by measuring the 200 Hg isotope. The double ID experiment was performed at a spot size of 100 mm. Table 3 . Again the average mass fraction of the three observed isotope ratios leads to accurate values close to the certied values of the BAM reference material. The recovery rate showed a value close to 100%.
Uncertainty calculation
The uncertainty calculation was carried out according to the very conservative approach by Kragten 38 using the single and double dilution formula. As input variables the standard errors (SEs) and the condence interval (CI) for the mass fraction of the ID-spike or back-spike were used. The indicated uncertainty is the expanded uncertainty (U) with a coverage factor k ¼ 2.
For the single isotope dilution, the expanded uncertainty was around 11% and for the double isotope dilution a lower value at around 8% was obtained. The analysis of the fraction of the individual parameters in the uncertainty budget (Fig. 4) showed that the main sources of the uncertainty were the layer thicknesses of the ID-spike, the sample layer and the back-spike layer with 25% each. Measurements of layer thicknesses of a few micrometres are difficult to be performed by light microscopy. Eventually prolometry could be used as an alternative in the future or colouring of the polymer matrix could help measure each layer individually with higher accuracy instead of using subtraction of different thicknesses as done in this work. With this, the uncertainty of the methods could probably be reduced in the future below 5%, thus getting close to values achieved by liquid analysis so far. The relatively large contribution of R zy and R y to the uncertainty is caused by poor statistics. The back-spike blend and the corresponding spike were measured only 3 times instead of 10 times, resulting in a value twice that of the standard error and a three times larger contribution to the uncertainty.
Investigations show that the inuence of varying laser spot sizes does not affect the expanded uncertainty, when the measured signals are signicantly higher than the detection limit. 
Conclusions
The characterisation of the prepared thin reference layers indicated a homogeneous distribution of all added elements, including the isotopically enriched lead as well as constant thicknesses of all layer materials synthesized. The tested isotope dilution method for LA-ICP-MS has shown its potential for the accurate quantication of averaged mass fractions in two test samples (CRM BAM H010 and a polymeric layer containing natural lead). The averaged calculated mass fractions of lead in both test samples showed a deviation from the certied value of less than 1%. Single and double isotope dilutions were performed. The expanded uncertainty for single and double isotope dilutions was 11% and 8%, respectively, using a conservative approach for calculation and a 100 mm laser spot size. The two different sample to spike ratios of 1 and 4 tested in this work had only a minor impact on the expanded uncertainty with 11% instead of 13% for single ID experiments. The RSD values within single ablation lines of the two different analysed polymeric matrices showed nearly the same values; this indicates an equal signal noise for the different matrices. Smaller laser spot sizes showed a minor effect on the expanded uncertainty as long as the signals were signicantly higher than the detection limits of the measured isotopes. Detection limits of 2 mg kg À1 at a laser spot size of 100 mm and 6 mg kg À1 at 30 mm have been determined. Uncertainties of layer thicknesses were identied to be the main contributors to the overall uncertainty budget, thus improving the quality of layer thickness determination by colouring the polymers or using prolometry will reduce expanded uncertainty signicantly in the future. By using time-of-ight or multi-collector mass spectrometers and femtosecond laser systems together, the expanded uncertainty could be reduced to less than 5%. This method may be used in the future for highly accurate spatially resolved quantication via LA-ICP-ID-MS.
The total time consumption for the preparation and characterization of the ID-spike layers takes around one week. A large part of this time is consumed by the initial preparation of the polymer mixtures (which could be saved for further experiments) and the characterization of the reference layers. The production of one spike layer with an area of 100 cm 2 takes only about 2 hours and can be repeated frequently due to the good storability of the polymer mixtures. The analysis time of different samples using the method proposed here requires about twice the time compared with typical laser ablation experiments due to the lower scan speed, which is necessary to guarantee a complete ablation of the sample and ID-spike. Thus this calibration strategy is comparable to the preparation and characterization of matrix matched standards by other approaches and may represent a powerful alternative for accurate quantication via LA-ICP-MS.
